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3 SETTING THE INSTRUMENT 

In order to perform the measurements using the instrument the user has only to plug-in  
the preamplifier with the microphone and to switch the power on.

 Notice: The user has to press the < ALT> and <START / STOP> push-buttons  
in parallel in order to switch the power On/Off. 

3.1 Basis of the instrument’s control  

The instrument is controlled by means of nine push-buttons of the keyboard. Using these push-
buttons one can access all available functions.  

The functions are placed in the system of lists and sub-lists. The main list contains the headers of 
six lists , which also contain sub-lists or positions (elements). The main list is opened after pressing the 
<MENU> push-button (<SHIFT> and <ENTER>). This list contains the following components: 
FUNCTION, INPUT, DISPLAY, FILE, REPORT and SETUP. Their detailed description is placed in the 
following Chapters. Only one list can be accessed at a time, the one which name is highlighted (displayed 
inversely). The change of the highlighted line is done after pressing the <� >, <� > (or <� >, <� >) push-
buttons. 

  

Highlighted elements of the main list 

After double pressing of the <MENU> push-button the scrolled list of recently accessed menu items 
appears on the display. The example of this list is presented below. Such solution enables one  
to access the most frequently used lists quickly, without the necessity of passing the whole path. 

RECENT ITEMS windows (after double pressing of <MENU> push-button) 

After the selection of the desired list (the <� > or <� > push-buttons), the user has to press  
the <ENTER> push-button in order to enter it. After this new sub-lists, positions (elements) or various data 
specification appear on the display. 
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a) b)

Main list (a) and the elements of INPUT list (b) 

Next pressing of the <ENTER> push-button enables one to access mentioned above sub-lists.  

MEASUREMENT SETUP window (path: MENU / INPUT / MEASUREMENT SETUP) 

The desired position of a list is accessed after pressing the <� > or <� > push-button. 

MEASUREMENT SETUP window; the INTEGR. PERIOD positi on accessible 

The change of the value in a selected position is performed by pressing the <� > or <� > push-
buttons. 

INTEGRATION PERIOD position after pressing the <� > or <� > push-buttons, respectively 

The <ENTER> push-button is used for the confirmation of the selection in a position and  
for closing the opened sub-list. The sub-list is closed ignoring any changes made in a sub-list by pressing 
the <ESC> push-button.  

Displays after three consecutive pressing of  <ESC> push-button from MEASUR. SETUP sub-list 

As it was mentioned, some of the sub-lists end with the windows informing the user about the state 
of the instrument, available memory, not existing files or loggers, standards fulfilled by the unit, etc.  
In order to close such window the user has to press the <ESC> push-button.  
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Displays during and after the accessing FREE SPACE window (path: MENU / FILE / FREE SPACE) 

In the instrument, there are also windows, which are used for entering text (i.e. the name of the file, 
the header for the printed reports from the measurements). 

Edition of text to be printed as a header in the measurement reports (path: MENU / REPORT / TITLE) 

Below the screenshots in case of paused measurement. 

Displays in case of paused measurement 

Below the structure of the elements of the main list is presented. The more detailed description  
of the FUNCTION, INPUT, DISPLAY, FILE, REPORT and SETUP lists is given in the following chapters. 

� FUNCTION (one of the main lists available after pressing the <MENU> push-button)

� MEASUREMENT FUNCTION (sub-list) 
� LEVEL METER; available values: [  ] / [*]
� 1/1 OCTAVE; available values: [  ] / [*]
� DOSE METER; available values: [  ] / [*]

� CALIBRATION  (sub-list) 
� BY MEASUREMENT (sub-list) 

· CAL. LEVEL ; available values of calibration level in dB: 
o 90 dB .. 134 dB   

· CAL. FACTOR ; it displays calculated calibration factor after the measurement 
� LAST CALIBRATION ; it enables the user to view the last calibration records
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Control diagram of the FUNCTION list 
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� INPUT (one of the main lists available after pressing the <MENU> push-button)

� MEASUREMENT SETUP (sub-list) 

� START DELAY ; available values of the delay before starting the execution of the 
measurements: 1s .. 60s  

� INTEGR. PERIOD; available values of the integration time: Inf , 1s .. 24h

� REP. CYCLE; available values for the measurement cycles, which has to be repeated: Inf , 1 
.. 1000

� LOGGER off/ on – saving measurement results in instrument’s logger memory
· LOGGER STEP; available values of the step with which the measurement results  

are saved in an instrument’s logger: 2 ms .. 1 h 
· LOGGER NAME editing the name of the logger’s file 

� MEASUREMENT RANGE; range of the sound level measurement in dB (RMS 25 dB -138 dB, 
PEAK 52 dB -141 dB) 

� DOSEMETER SETUP (sub-list) (in DOSE METER mode, path: MENU / FUNCTION / 
MEASUREMENT FUNCTION / DOSE METER) 

� CRITERION LEVEL; available values of the permitted steady state noise level: 80 dB, 84 dB, 
85 dB, 90 dB

� THRESHOLD LEVEL ; available values of the noise threshold: None, 75 dB, 80 dB, 85 dB, 
90 dB

� EXCHANGE RANGE; available values of the exchange range (the amount by which  
the permitted noise level may increase if the exposure time is halved): 2..5 dB

� PROFILE 1 (sub-list) 

� FILTER; available digital weighting filters used in the first profile during the measurements: 
o Z, A, C; available filters in sound measurements 

� DETECTOR; available values of the detector time constant used in the first profile:
o IMP., FAST, SLOW; available detector time constant in sound measurements 

� LOGGER; available measurement results which has to be saved in the instrument’s logger 
from the first profile (setting possible only when LOGGER is switched on (path: MENU / 
INPUT / MEASUREMENT SETUP / LOGGER On) 

o PEAK; available values [  ] / [ ÖÖÖÖ] 
o MAX; available values [  ] / [ ÖÖÖÖ] 
o MIN; available values [  ] / [ ÖÖÖÖ] 
o RMS; available values [  ] / [ ÖÖÖÖ]

� PROFILE 2 (sub-list) 

� FILTER; available digital weighting filters used in the second profile during  
the measurements: 

o Z, A, C; available filters in sound measurements 

� DETECTOR; available values of the detector time constant used in the second profile:
o IMP., FAST, SLOW; available detector time constant in sound measurements 

� LOGGER; available measurement results which has to be saved in the instrument’s logger 
from the second profile  

o PEAK; available values [  ] / [ ÖÖÖÖ] 
o MAX; available values [  ] / [ ÖÖÖÖ] 
o MIN; available values [  ] / [ ÖÖÖÖ] 
o RMS; available values [  ] / [ ÖÖÖÖ] 

� PROFILE 3 (sub-list) 

� FILTER; available digital weighting filters used in the third profile during the measurements: 
o Z, A, C; available filters in sound measurements 

� DETECTOR; available values of the detector time constant used in the third profile:
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o IMP., FAST, SLOW; available detector time constant in sound measurements 

� LOGGER; available measurement results which has to be saved in the instrument’s logger 
from the third profile  

o PEAK; available values [  ] / [ ÖÖÖÖ] 
o MAX; available values [  ] / [ ÖÖÖÖ ] 
o MIN; available values [  ] / [ ÖÖÖÖ ] 
o RMS; available values [  ] / [ ÖÖÖÖ] 

� SPECTRUM; (sub-list); this sub-list is not available in the case of the SLM; it appears on the 
display in the case of 1/1 OCTAVE analyser

· FILTER (position); available types of the digital weighting filter used during 1/1 OCTAVE
analysis: 
o Z, A, C; available weighting filters used during 1/1 OCTAVE analysis 

· BAND:  
o AUDIO (31.5 Hz ÷ 16 kHz) 

· LOGGER (position); it enables the user to save RMS results from 1/1 OCTAVE function 
in logger memory; available values: [  ] or [ÖÖÖÖ]

� TRIGGER (sub-list) (in LEVEL METER mode, path: MENU / FUNCTION / 
MEASUREMENT FUNCTION / LEVEL METER) 

� MEASURE TRIGGER; it enables the user to switch on or off  the triggering  
o TRIGGER; available options: SLOPE+, SLOPE–, LEVEL+, LEVEL–, GRAD+ 
o SOURCE; available sources are RMS (1) and (for SLOPE) EXT. I/O  
o LEVEL; available values 24 .. 136 dB 
o (for GRAD+ selected in TRIGGER position), GRADIENT; available values: 

1 .. 100 dB/ms 

� LOGGER TRIGGER; it enables the user to switch on or off the triggering in logger  
o TRIGGER; available values LEVEL+, LEVEL– 
o SOURCE: RMS (1) 
o LEVEL; available values 24 .. 136 dB 
o PRE; available values 0 .. 50 
o POST; available values 0 .. 200 

Control diagram of the INPUT list in the DOSE METER mode 

Control diagram of the INPUT list in 1/1 OCTAVE mode 
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Control diagram of the INPUT list in the LEVEL METE R mode 



SVAN 953 USER MANUAL                                                                                                                             _

3-8 

� DISPLAY (one of the main lists available after pressing the <MENU> push-button)

� DISPLAY MODES (sub-list); it enables the user to activate ([ÖÖÖÖ]) or switch off ([  ] ) the available 
modes of result’s presentation 

� SPECTRUM; available values: [ÖÖÖÖ] or [  ] 

� 3 PROFILES; available values: [ÖÖÖÖ] or [  ] 

� STATISTICS; available values: [ÖÖÖÖ] or [  ] 

� LOGGER; available values: [ÖÖÖÖ] or [  ] 

� FILE INFO; available values: [ÖÖÖÖ] or [  ] 

� DISPLAY SETUP (sub-list) 

� DISPLAY SCALE 

· DYNAMIC; available values of the dynamics of graphical modes of the result’s 
presentation: 80dB, 40dB, 20dB, 10dB 

· X-ZOOM; it enables the user to multiply the horizontal axis of the graphical modes  
of the result’s presentation available values: 3x, 4x, 5x, 6x in 1/1 OCTAVE analysis 

· GRID; available values [  ] or [ ÖÖÖÖ]  

� LOGGER VIEW;

· VIEW; available logger views: EXTENDED, FULL, NORMAL 

· TIME; available time settings for logger: REAL TIME, AVAILABLE TIME 

� LOGGER VIEW (sub-list) 

� FILE NO.; number of the files in the instrument’s logger containing the results  
of the measurements 

� LOG. FILE; name of the viewed logger’s file 

� RECORDS; number of records in the viewed logger’s file 

� P(1); settings for logger in PROFILE 1 (INPUT list), available values PEAK, MAX, MIN, RMS

� P(2); settings for logger in PROFILE 2 (INPUT list), available values PEAK, MAX, MIN, RMS

� P(3); settings for logger in PROFILE 3 (INPUT list), available values PEAK, MAX, MIN, RMS

� FREE; it informs the user about the size of remaining free memory for logger files 

� AVAILABLE ; it informs the user about the size of the available memory for logger files 

� CONTRAST; it enables the user to select one from twenty one possibilities of the contrast level  
of the instrument’s display  

� BACKLIGHT

� BACKLIGHT ; it enables the user to set the brightness of the instrument’s display  

� BACKLIGHT TIMEOUT ; available values [ÖÖÖÖ] or [  ] , if [ÖÖÖÖ] is chosen it will cause the self-made 
backlight switching off in the case when the keyboard is not used during the last 30 seconds. 
If it happened the first pressing of any push-button switches the backlight on. 

� BATTERY; it informs the user about the source of powering of the instrument (BATTERY, USB 
POWER, EXTERNAL POWER) and current power supply voltage;  . 

� UNIT LABEL ; it informs the user about the type of the instrument, the serial number of the unit, the 
internal memory size, available measurement modes and it’s software version and  
the standards which the instrument fulfils. 
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Control diagram of the DISPLAY list 
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� FILE (one of the main lists available after pressing the <MENU> push-button)

� SAVE: [name of the file] ; available values: SAVE NEXT, SAVE

� SAVE NEXT option simplifies the way of saving the file, the file name is generated 
automatically, basing on the date set in the instrument or on the last name given for the file, 
next result is saved as a file with the name increased by one (e.g. 11JAN0, 11JAN1, 11JAN2) 

�  In the SAVE option the name of the file can be fully edited in the FILE NAME window  
after pressing the <� > push-button. The cursor is moved with <� >, <� > push-buttons.  
The current character is changed with <SHIFT>+<� >, <SHIFT>+<� > push-buttons.  
The combination <SHIFT>+<� > deletes the character currently pointed by the cursor.  

�  The combination <SHIFT>+<� > inserts a new character in the position of the cursor.  

� No results!  text will be displayed if the instrument did not perform any measurement in prior 
to choosing the SAVE option 

� SAVE OPTIONS (sub-list) 

� RAM FILE; (only in LEVEL METER mode) gives the user a possibility to save data in RAM 
file. Each time the data are saved, the previous file is overwritten, available values [ÖÖÖÖ] or [  ]

� REPLACE; it enables the user to replace the existing files in the instrument’s memory  
by the files having the same name; available values: [ÖÖÖÖ] or [  ]

� SAVE STATISTICS; it enables the user to save or not the calculated statistics along with  
the measurement results; available values: [ÖÖÖÖ] or [  ]

� AUTO SAVE; it enables the user to save the measurement results in the instrument’s 
memory automatically without entering SAVE or SAVE NEXT position (in order to perform this 
operation the INT. PERIOD should be set to at least 10 s); available values: [ÖÖÖÖ] or [  ]

� DIRECT SAVE;  this option enables saving the results with the automatically incremented 
name after pressing the <ENTER> and <ALT> push-buttons together 

� SAVE MAX SPECT.; it enables the user to save the maximal values of the spectrum occurred 
during the performed analysis; available values: [ÖÖÖÖ] or [  ]   

� SAVE MIN SPECT.; it enables the user to save the minimal values of the spectrum occurred 
during the performed analysis; available values: [ÖÖÖÖ] or [  ]   

� LOAD; enables one to load to the working space of the instrument’s memory the measurement 
results saved in a file; the NO FILES text is displayed in the case when the instrument’s memory 
is empty 

� DELETE; it enables the user to verify the list of files in the memory and to delete the selected one; 
the NO FILES text is displayed in the case when the instrument’s memory is empty 

� DELETE ALL ; it enables the user to delete all files saved in the instrument’s memory; user can 
choose to delete either RESULT FILES, LOGGER FILES or SETUP FILES; the confirmation  
is required before the erasing of all files: „Are you sure?”

� DEFRAGMENTATION;(sub list)  
� FILES DEFRAGMENT.; it enables the user to recover the memory, which was previously 

used by the deleted files; the confirmation is required before the execution of this operation: 
“Are you sure?” 

� LOGGER DEFRAGMENT.; it enables the user to recover the memory, which was previously 
used by the deleted logger files; the confirmation is required before the execution  
of this operation: “Are you sure?” 
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�  The text DEFRAGMENTATION .. unnecessary PRESS ANY KEY  is displayed when  
the instrument’s memory was empty before trial of the defragmentation or when there were  
no deleted files 

� CATALOGUE ; it enables the user to verify the list of files in the memory; the NO FILES text  
is displayed in the case when the instrument’s memory is empty 

  

� FREE SPACE; it informs the user about the size of the available memory for saving  
the measurement results in the file (FILES FREE SPACE), the TOTAL AVAILABLE  bytes  
of the memory (the number displayed in the FILES FREE SPACE increased by the memory which 
was previously used by the deleting files), the next two numbers given  
in the FREE SPACE window, named LOGGER FREE SPACE and LOGGER AVAILABLE
characterize the logger files memory in the same way

� SAVE SETUP; saves the current settings of the instrument; with <��� � >, <��� � > push-buttons one can 
choose between two modes: SAVE NEXT and SAVE. These are similar to the options available 
while saving result files. SAVE mode enables to choose the file name manually.  
In the SAVE NEXT mode the file name will be set automatically

� LOAD SETUP; it enables the user to verify the list of setup files in the memory and to load  
the previously saved settings of the instrument; the NO FILES text is displayed in the case when 
there is no setup files

� DIRECTORY; this position appears on the display when the USB Memory Stick  is connected  
to the instrument, it informs the user about connected device (free space, directory number, 
directory name) 

� COPY FILES TO USB; this position appears on the display when the USB Memory Stick   
is connected to the instrument, it enables the user to copy files from internal memory  
of the instrument to the external USB Memory Stick

� MOVE FILES TO USB; this position appears on the display when the USB Memory Stick   
is connected to the instrument, it enables the user to move files from internal memory o 
f the instrument to the external USB Memory Stick 
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Control diagram of the FILE list 
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� REPORT (one of the main lists available after pressing the <MENU> push-button, to use option  
from this list the  instrument has to be connected to RS232 or to a PC connected to a printer)

� TITLE; it enables the user to give the header to the printed report 

� PRINT RESULTS; it enables the user to print measurement results on the attached printer,  
the No results  text is displayed in the case when there is no results to be printed) 

� PRINT STATISTICS; it enables the user to print the results of the statistics analysis,  
the No results  text is displayed in the case when there is no results to be printed) 

� PRINT CATALOGUE ; it enables the user to print the catalogue of the files stored  
in the instrument’s memory  

� OPTIONS

� FORMAT; available values: A4, A5

� EJECT P.; available values: None, Prompt , Auto

Control diagram of the REPORT list 
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� SETUP (one of the main lists available after pressing the <MENU> push-button)

� LANGUAGE ; it allow the user to choose the instrument’s interface language; available values: 
GERMAN, ENGLISH, SPANISH, ITALIAN , FLEMISH, FRENCH, HUNGARIAN, POLISH, 
RUSSIAN, TURKISH 

� CLEAR SETUP; it enables the user to return to the factory settings of the instrument;  
the confirmation has to be done before the execution of this function  
� Are you sure? 

� DAY TIME LIMITS; specifies the time limits for the instrument to operate in the DOSE METER
mode with the full 8h working time assumed; available values: 6h–18h, 7h–19h 

� EXPOSURE TIME; available values: 1 s .. 8 h 

� EXTERNAL I/O SETUP 
� MODE;  

· ANALOG OUT
· DIGITAL IN;  

FUNCTION: EXT. TRIGGER 
· DIGITAL OUT;  

FUNCTION: 
- TRIG. PULSE (POLARISATION: POS. / NEG.) 
- ALARM PULSE (ACTIVE LEVEL: LOW / HIGH , SOURCE: PEAK(1) , SPL(1), 

LEQ(1), ALARM LEVEL  available values: 30.0 dB .. 140 dB) 

� MICROPHONE; 
� COMPENSATION; available values: [ÖÖÖÖ] or [  ]
� OUTDOOR FILTER; available values: [ÖÖÖÖ] or [  ]

· FILTER TYPE; available filter types: ENVIRONMENTAL, AIRPORT

� RMS INTEGRATION
� RMS INTEGRATION; available values of detector’s type: LINEAR or EXPONENTIAL

� RS232;  
� BAUD RATE ; it enables the user to set the baud rate: 1200, 2400, 4800, 9600, 19200, 38400, 

57600, 115200 
� TIME OUT; it enables the user to set the time out: 1 s .. 60 s

� RTC
� RTC; it enables the user to set the internal real time clock and date of the instrument 

� SHIFT MODE
� SHIFT; available modes of the <SHIFT> push-button: Shift  or 2nd Fun.
� ST/SP; available modes of the <START / STOP> push-button: Normal  or Inverse

� STATISTICAL LEVELS ; available levels N=1, 10, 20, ....... 90   

� TIMER; (sub-list); it enables the user to set time of the self switching on of the instrument 
� MODE; specifies the mode of automatic power on; available values:  

· Off 
· SINGLE; (START DAY; specifies the date of automatic power on; START HOUR; 

specifies the time of automatic power on) 
· REGULAR; (START DAY; specifies the date of automatic power on; START HOUR; 

specifies the time of automatic power on, REPETITION; specifies time after which next 
automatic measurement will be executed) 

� USB–HOST PORT; it enables the user to choose with [*] proper functionality of USB–HOST 
socket for connection of the instrument to RS232, USB DISK or USB IrDA 

� WARNINGS
� RESULTS NOT SAVE; it enables the user to switch on or off the warning that the results  

of the measurement were not saved in the memory; available values: [ÖÖÖÖ] or [  ]
� USB DISK FREE SP. ; it enables the user to check free space on USB disk 
� MIN FREE SPACE; specifies the limit of available memory for warning; if the available 

memory is not greater than that limit the warning will be displayed 
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Control diagram of the SETUP list 
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3.2 Powering of the instrument 

The SVAN 953 can be powered by one of the following sources:  
· SA 15 external DC power  source adapter (110 V / 230 V mains) - 6 V DC÷15 V DC (1.5 W) 
· SA 17A external battery pack  - operation time > 24 h (with USB 1.1 Host function not active and 

backlight off) 
·  Four AA standard batteries . In the case of alkaline type, fully charged set can operate more than 

12 h (6.0 V / 1.6 Ah) (with USB 1.1 Host function not active and backlight off). Instead  
of the ordinary, four AA rechargeable batteries  can be used (for charging them the separate 
charger is required). In this case, using the best NiMH type, the operation time can be increased  
up to 16 h (4.8 V / 2.6 Ah) (with USB 1.1 Host function not active and backlight off) 

· USB interface - 500 mA HUB 

The BATTERY window (path: MENU / DISPLAY / BATTERY) looks differently, depending on the 
current powering source.  

a)  b)  c)  d) 

BATTERY windows with different sources powering the instrument: SA 15 external DC power adapter (a), 
SA 17A external battery pack (b), internal batteries (c) and USB power (d) 

For the external powering the SA 15 adapter should be connected to the Power socket located  
on the bottom cover of the instrument. When the instrument is powered from the external power supply or 
by the USB interface, the red diode on the right corner of the front panel bottom of the device switches on. 
In the case of SA 15 the EXTERNAL POWER message appears in the BATTERY window (path: MENU / 
DISPLAY / BATTERY).

When the instrument is powered from batteries, the “Battery” icon is presented on the top  
of the display. When voltage of the batteries is too low, the icon is flashing. To change the batteries  
the user has to switch off the instrument, take off the black bottom cover of the instrument, unscrew 
battery cover, change the batteries and reassemble the parts of the instrument. The fully charged NiMH 
battery ensures more than 16 hours of the continuous work of the instrument (with the backlight off and 
USB 1.1 Host function not active). The operation time is decreased about 20 % with the backlight 
switched on. The battery condition can be checked by means of the BATTERY function. It is also 
presented continuously on the display by means of the “Battery” icon. 

a)  b) 

Displays with “Battery” icon (a) and with BATTERY w indow (path: MENU / DISPLAY / BATTERY) (b) 

When there is a connection to USB interface (USB Device  socket is connected by means  
of the cable to a PC), the “Computer”  icon is presented on the top of the display and in the BATTERY
window, there is the USB POWER 5.0 V message. 

a)  b) 

Displays with “Computer” icon (a) and with BATTERY window (b)  



                                                                                                                             SVAN 953 USER MANUAL

3-19 

 Notice:  In the case when “Battery” icon is flashing, it is strongly recommended to use  
as soon as possible the external power adapter or USB interface. In the other case the instrument  
after a while will be switched off by itself! 

The backlight of the display can be activated by means of the <� > + <� > push-buttons pressed 
together. For saving the power of the battery, in the normal daylight operation it is recommended  
to keep the backlight off . The user can set the BACKLIGHT TIMEOUT  (path: MENU / DISPLAY / 
BACKLIGHT / BACKLIGHT TIMEOUT), which will cause the self-made backlight switching off in the case 
when the keyboard is not used during the last 30 seconds. If it happened the first pressing of any push-
button switches the backlight on. 

a)  b) 

BACKLIGHT windows with BACKLIGHT TIMEOUT active (a) , and not active (b) 
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3.3 Initial setup of the instrument 

The instrument passes the self-test after switching on (in this time the producer and the name  
of the instrument is displayed on the display) and then it enters the sound mode. The default display 
mode for result’s presentation is one profile. 

a)  b) 

Displays after switching on the instrument 

To start the measurements the user has to press the <START /STOP> push-button. The result  
of the measurement is displayed with the unit of the measurement in so-called one profile mode.  
On the left side of the display, the analogue-like indicator is presented. On the bottom of the display, there 
is a profile from which comes the measurement (Profile(1) , Profile(2)  or Profile(3) ). On the top  
of the display (under the icons line) there are the following data: the function name (SPL, LEQ, SEL, 
Lden , LEPd, Ltm3 , Ltm5 , Lxx , OVL, PEAK, MAX or MIN), the detector time constant (Imp. , Fast , Slow  - 
when the detector is exponential or Lin  when the detector is linear) and the weighting filter (A, C or Z).  

a)  b)

Display in one profile (a) and 3 PROFILES display mode (b) with the SLM measurement results 

The results of the measurements can be presented in one profile, in 3 PROFILES,  
in STATISTICS and in LOGGER (these are the available display modes set by the producer;  
cf. path: MENU / DISPLAY / DISPLAY MODES). It is possible to change the display mode pressing  
the <� > or <� > push-buttons together with the <SHIFT> one. In so-called 3 PROFILES display mode  
the results of the measurement from all profiles are displayed simultaneously. The units, weighting filter 
and detector time constant are also shown. The default settings (set up by the producer) for the profiles 
are as follows: 

PROFILE 1 - A weighting filter (FILTER: A ), FAST type of the RMS detector (DETECTOR: FAST),  
the results of the measurements are not stored in the logger’s file (LOGGER PEAK: [   ], 
LOGGER MAX: [  ] , LOGGER MIN: [  ] , LOGGER RMS: [  ] );

PROFILE 2 - C weighting filter (FILTER: C), FAST type of the RMS detector (DETECTOR: FAST),  
the results of the measurements are not stored in the logger’s file (LOGGER PEAK: [   ], 
LOGGER MAX: [  ] , LOGGER MIN: [  ] , LOGGER RMS:[  ] );

PROFILE 3 - Z weighting filter (FILTER: Z), FAST type of the detector (DETECTOR: FAST), the results 
of the measurements are not stored in the logger’s file (LOGGER PEAK: [   ], 
LOGGER MAX: [  ] , LOGGER MIN: [  ] , LOGGER RMS:[  ] );

The user can change all mentioned above settings using PROFILE x (path: MENU / INPUT / 
PROFILE x). The instrument remembers all changes. The return to the default settings (set up  
by the producer) is possible after the execution of the CLEAR SETUP (path: MENU / SETUP / 
CLEAR SETUP). 

The instrument can be used not only as the Sound Level Meter but also as 1/1 OCTAVE analyser 
and DOSE METER. In order to distinguish the SLM mode of the instrument from the others which are 
available in one profile display mode the continuous vertical line separates the measurement result from  
its description and in 3 PROFILES display mode two continuous horizontal lines are used to separate  
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the measurement results from different profiles. In other modes than SLM, the mentioned above lines are 
doted. 

a)  b) 

Display in one profile (a) and 3 PROFILES mode (b) with the measurement results not from the SLM  

Notice:  See following Chapters for more details concerning different settings. 

More information about the instrument’s state are given by means of the icon’s row visible in the top 
of the display (“Paper sheet” , “Battery” , “Computer” , “Antenna”  (“Tree” ), “Loudspeaker” , 
“Headphone” , “Envelope” , “Bell” , “Timer”  and “Arrows” ). The meanings of the icons are as follows: 

Display with all available icons 

“Paper sheet”  icon is displayed when the USB disk or IrDA is connected to the instrument.  

Display with “Paper sheet” icon 

“Battery” is displayed when the instrument is powered from the batteries. Icon corresponds  
to the state of the batteries (three, two, one or none vertical bars inside of the icon). When voltage  
of the batteries is too low, the icon is flashing. 

Display with “Battery” icon 

“Computer” is displayed when there is a USB connection with the PC; the icon is flashing during 
RT (Real Time) transmission.

  
Display with “Computer” icons 
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“Antenna” (“Tree” ) icon is displayed in a flashing mode together with the “Loudspeaker ” when 
the measurement is started, the trigger is switched on and the level of the signal is too low to start  
the registration.

Display with “Antenna” (“Tree”) icon 

“Loudspeaker”  icon is displayed when the measurement is started and executed. The crossed out 
loudspeaker means that the measurement is paused (Pause). 

Display with “Loudspeaker” icon 

“Headphone”  is displayed when RS 232 (SV 55) interface is connected to the instrument.  

Display with “Headphone” icon 

“Envelope”  icon is presented when the current measurement results are logged   
in the instrument’s logger file. Together with this icon, the “Loudspeaker”  icon is always displayed.  
In the case when the “Envelope”  icon starts flashing, it means that the whole logger memory  
of the instrument is filled out. The new measurement result is not saved in it. If the user wants to save  
these results, he has to DELETE some logger files and execute LOGGER DEFRAGMENTATION  (path: 
MENU / FILE / DEFRAGMENTATION / LOGGER DEFRAGMENTATION). 

  
Display with “Envelope” icon 

“Bell” is displayed when overload has taken place during the last measurement cycle (the icon  
is displayed also after the measurement and after loading the file with the overloaded results).  

Display with “Bell” icon 
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“Timer” icon flashing means that the instrument’s Timer  is switched on and the instrument  
is waiting for the set time of the measurement. When the measurement was started by the Timer ,  
the icon is presented without flashing. 

Display with “Timer” icon 

 “Arrows” are flashing after pressing the <ALT> or <SHIFT> push-button when the 2nd Fun   
is selected in the SHIFT MODE (path: MENU / SETUP / SHIFT MODE / SHIFT / 2nd FUN), that means 
other push-buttons have second or third meaning (i.e. after pressing the <SHIFT> the meaning  
of <ENTER> push-button is <MENU>; after pressing the <ALT> the meaning of <ESC> push-button  
is changed into <PAUSE>).

Display with “Arrows” icon 

 Notice: The time of the measurement is displayed in minutes and seconds  in the interval 
from 1 sec. to 39 minutes and 59 seconds . After this limit, the hours and minutes are shown (i.e. 00:40). 

 Notice: THE USER DYNAMICALLY MODIFIES THE DEFAULT SETUP. The last setup  
of the instrument (during the power off) is stored and is available after power on.
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3.4 Activation of optional functions 

The DOSE METER, 1/1 OCTAVE analyser and Time History Data LOGGER  are the optional 
functions broadening the applications of the instrument. Some of the additional functions are specified  
in the MEASUREMENT FUNCTION (path: MENU / FUNCTION) others – in the other lists. 

a)  b)  c)  d) 

FUNCTION list opened with MEASUR. FUNCTION selected (a) and MEASUR. FUNCTION windows with 
LEVEL METER (b) 1/1 OCTAVE (c) and DOSE METER selected (d) 

A function is selected by placing the special character in the line with the function’s name.  
The position of the character can be changed using the <� >, <� > push-buttons. After placing  
the character in the line with the function’s name the user has to press the <ENTER> push-button.  
The window for entering the access code to a function is opened in the first essay of its execution  
(after pressing the <ENTER> push-button) in the case when a function was not purchased together  
with the instrument.  

  
Displays during the entering of the access code to a function 

The introduction of the access code is performed in the same way as the edition of the other text 
variables using the <� >, <� > push-buttons (the selection of the character's position), the <SHIFT> and 
<� > push-buttons (the Insert function), the <SHIFT> and <� > push-buttons (the Delete function) and  
the <� >, <� > push-buttons (the codes of characters). The verification is made after pressing  
the <ENTER> push-button. If the entered code was wrong, the message is displayed and the instrument 
waits for the reaction of the user. After pressing the <ENTER> or the <ESC> push-button the information 
that the function is not available is displayed and the instrument once more waits for the reaction  
of the user. 

Displays after unsuccessful verification of the access code  

After pressing the <ENTER> or the <ESC> push-button the instrument returns to the FUNCTION
list displaying the list of the functions implemented in the unit. After successful verification of the access 
code, the windows described above are not displayed any more. Once activated function is always 
available. 

Notice:  The number of the attempts for the access code entering is limited. After three 
unsuccessful essays the possibility is blocked.  
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3.5 Memory organisation 

All available measurement results can be stored in the internal FLASH type memory  
of the instrument (16 MB) or in the external USB Memory Stick (when the optional USB–HOST controller 
is installed in the instrument).  

 Notice: The USB HOST controller, which enables the user to connect the USB memory 
stick to the device , cannot be added or purchased later. 

The internal memory of the instrument is divided into two separate parts. One part is dedicated  
for saving the result and setup  files and its size is equal to 7 208 276 bytes. The second part is used  
for saving the logger files and its size is equal to 8 257 280 bytes. To save a result file the user  
has to choose one of the available options: SAVE NEXT (path: MENU / FILE / SAVE or pressing 
<ENTER> and <ALT> together), SAVE (path: MENU / FILE / SAVE or pressing <ENTER> and <ALT>
together), AUTO SAVE (path: MENU / FILE / SAVE OPTIONS) or DIRECT SAVE (path: MENU / FILE / 
SAVE OPTIONS). To save a setup file the user has to choose SAVE SETUP (path: MENU / FILE / 
SAVE SETUP). The logger files are created automatically (the usage of the SAVE is not required).  
The instrument’s memory organisation without the USB–HOST controller is presented below. 

MEMORY ORGANIZATION OF THE SVAN 95x instrument seri es without USB HOST
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Scheme of the instrument’s memory organisation without the USB–HOST 

 Notice: The instrument’s logger memory is independ ent from the results and setup 
memory. The capacity of the available memory is equal to 16 MB and is divided between logger 
(8 257 280 bytes) and results and setup settings (7 208 276 bytes).  
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 Notice: The logger files are created automatically (the usage of the SAVE is not required). 

When the user connects to the instrument, a USB memory stick  the data storing in the internal 
instrument’s memory is not available any more. The user can only copy or move data from the internal 
memory of the device and store new data in the USB memory stick . The scheme of the memory 
organization of the instrument with the USB memory stick connected is presented below. 

MEMORY ORGANIZATION OF THE SVAN 95x instrument seri es with USB HOST
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Scheme of the instrument’s memory organisation with the USB–HOST and memory stick connected 

 Notice: The connection to the USB Host  socket the USB disk switches off the instrument’s 
internal flash memory. Only copying and moving the files to the USB stick is possible. All file functions and 
remote commands are redirected to the USB disk. The internal flash memory is activated  
after disconnecting USB disk from the instrument.  

Notice: The disconnection of the USB disk during the data transmission can cause the lost of 
data saved in the USB disk as well as in the instrument’s internal flash. 


